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ABSTRACT
The Compact Lightweight Aerosol Spectrometer Probe (CLASP) is an optical particle spectrometer
capable of measuring size-resolved particle concentrations in 16 user-defined size bins spanning diameters
in the range 0.24  D  18.5 m at a rate of 10 Hz. The combination of its compact nature and lightweight
and robust build allows for deployment in environments and locations where the use of the larger, heavier,
more traditional instrumentation would prove awkward or impossible. The high temporal resolution means
it is particularly suited to direct measurements of aerosol fluxes via the eddy covariance technique. CLASP
has been through an extended evolutionary development. This has resulted in an instrument whose per-
formance characteristics are well established.
1. Introduction
Sources and sinks of atmospheric aerosol are a key
component of the climate system, affecting the global
radiation budget both directly, via scattering of incom-
ing solar radiation, and indirectly via their effect on
cloud properties. Primary aerosol derived from natural
sources include biogenic materials from natural forest
fires, pollens, spores, sea salt, and volcanic ash; second-
ary sources include aerosol arising from the conversion
of dimethyl sulfide to sulfates and from the condensa-
tion of organic gases.
The magnitude of aerosol sources and sinks remains
one of the major areas of uncertainty in climate models.
Improving the parameterization of aerosol processes in
numerical models requires a better understanding of
both the physical and chemical processes that control
aerosol formation, their size distributions, chemical re-
actions with gases, and physical interactions with
clouds. Most attempts to characterize source fluxes
have relied upon indirect methods; direct measurement
of the flux via eddy covariance provides a much more
robust estimate, but has been attempted in only a small
number of studies (Nilsson et al. 2001; Geever et al.
2005; de Leeuw et al. 2007). Direct eddy covariance has
been used more widely to estimate aerosol deposition
fluxes over forests (e.g., Gallagher et al. 1997; Buzorius
et al. 1998). All previous direct flux estimates, however,
have suffered from the limitations of existing instru-
mentation. Optical particle spectrometers capable of
providing detailed size spectra typically have a tempo-
ral resolution no better than 1 Hz, and thus cannot
resolve all the turbulent fluctuations in particle concen-
tration; they also tend to be bulky and require a long
sample line between the instrument and the sampling
location—this incurs loss of particles to the wall of the
sample line, introduces a lag time between aerosol and
sonic turbulence wind measurements, and may further
reduce the frequency response due to mixing within the
sample line. A temporal resolution of order 10 Hz—
sufficient to resolve the relevant scales—can be
achieved with condensation particle counters, but they
provide no direct information on particle size. A more
extensive discussion of the instrumentation available
for the measurement of aerosol size distributions and
the relative merits and disadvantages of the physical
properties exploited can be found in Reid et al. (2003,
2006). Traditional aerosol instruments are also typically
ill suited for applications such as balloonborne mea-
surements or for use in confined or highly exposed lo-
cations because of their size, weight, power require-
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ments, and cost. To meet the requirements for a small,
compact, lightweight, fast response, and relatively inex-
pensive particle spectrometer, the University of Leeds
has developed the Compact Lightweight Aerosol Spec-
trometer Probe (CLASP).
2. The CLASP instrument
a. The scatter cell
CLASP is built around a commercially available scat-
ter cell, designed and manufactured by Pacific Scientific
Instruments, Oregon, and used in their range of hand-
held, portable, and bench-top particle counters. The
same scatter cell was used by Clarke et al. (2002) in the
development of a miniature optical particle counter
(OPC). Clarke et al. obtained their scatter cell by re-
moving it from a MetOne model 237A particle counter
and refer to the scatter cell by this model number. For
CLASP the scatter cells were sourced directly from
the manufacturer and will be referred to simply as a
MetOne scatter cell for clarity rather than by a particu-
lar MetOne product model number.
The chamber of the scatter cell is cylindrical, ap-
proximately 25 mm in depth and 19 mm in diameter
with a concave, gold-plated mirror fitted into one end;
this can be removed to access the cell. A schematic
representation of the scatter cell is shown in Fig. 1. The
aerosol sample stream enters the scatter chamber
through a 2.4-mm-diameter inlet, extending 7.5 mm
into the chamber and orthogonal to the laser path. The
sample flow exits through a 2.4-mm-diameter opening
in the chamber wall directly opposite the inlet.
The laser source is a low-output power (15 mW),
780-nm wavelength laser diode. A built-in photodiode
is used in an optoelectronic feedback loop to regulate
the diode current and keep beam power constant. This
feedback loop is incorporated into the laser diode drive
circuitry supplied by the manufacturer and mounted on
the body of the scatter cell. As the diode ages the cur-
rent required to maintain the same beam power in-
creases. The maximum operational voltage is approxi-
mately 2.4 V and is reached shortly before the laser
fails. The laser diode operational voltage, a measure of
this regulated drive current is available as an output
from the drive circuit and used by CLASP to monitor
the “health” of the diode, allowing replacement prior to
failure. Laser diodes of this type operate in a single
spatial mode for both axes and the beam that emerges
is wedge shaped, highly divergent (10°  30°) and lin-
early polarized: typical beam dimensions being 3  1
mm. The beam enters the chamber through a cylindri-
cal lens with a focal length of 20 mm (Clarke et al.
2002). The beam exits the chamber through a 6-mm-
diameter duct into a dump spot. Clarke et al. (2002)
characterized the optical geometry of the cell; the fo-
cusing lens brings the laser to a wedge-shaped sheet
spanning the entire width of the sample flow, thus all
particles entering the system pass through the beam. At
the point at which it first intercepts the sample flow the
beam is approximately 0.1 mm thick; at the focal point,
approximately 1 mm beyond the center of the aerosol
stream, the width is presumed diffraction limited, about
1–1.5 m thick. We note that Clarke et al. narrowed the
sample inlet tube to 1.6 mm in their mini-OPC; no such
modification has been made in CLASP with the result
that the maximum beamwidth will be about 2% greater
than for Clarke et al. The maximum transit time for a
particle through the laser is approximately 9 s. The
scattering volume is approximately 0.21 109 m3; thus
at a particle concentration of approximately 5000 mL1
an average of more than 1 particle would be in the
scatter volume at any given time.
A silicone PIN-type 3.8 mm  3.8 mm photodiode
with a sensitivity of 0.6 A W1 is mounted below the
scatter volume, diametrically opposite the concave mir-
ror. The optical configuration is illustrated in Fig. 2.
The intersection of the particle stream and the laser is
situated between the center of curvature c and the focal
point f of the mirror. The mirror subtends an angle of
approximately 100° with the scatter volume along both
the laser and particle trajectory axes, providing an
effective collection angle of approximately 90°; while
the photodiode subtends a collection angle of approxi-
FIG. 1. A schematic illustration of the of the MetOne scatter
cell (approximately to scale).
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mately 35° with the scatter volume. The initial amplifi-
cation of the photodiode output is performed by the
manufacturer’s proprietary electronics; this amplified
signal is then fed through a purpose-built pulse height
analyzer, described in section 3.
b. Modeling of scattering properties
The commercial instruments from which the MetOne
scatter cell is taken do not provide a fully size-resolved
aerosol spectrum. To determine the response to par-
ticle size to be expected from the scatter cell, and con-
firm its suitability for providing detailed size spectra, it
was modeled using Mie theory (van de Hulst 1982) for
particles in the size range 0.1 m  R  10 m and of
six different compositions: water, sea salt, soot, water
soluble sulfate, dust, and polystyrene calibration beads.
The composition of a particle affects the complex re-
fractive index and thus the scattering characteristics
and resultant intensity pattern. Table 1 shows the com-
plex refractive indices used in the model. The validity
of the model was first tested by applying it to the optical
configuration of a Particle Measurement Incorporated
(PMI) Forward Scattering Aerosol Spectrometer Probe
(FSSP) and comparing the scattering cross section with
those derived for the same instrument by Shettle and
Fenn (1979). The FSSP light source is a 633-nm helium–
neon laser with a collection angle of 3° to 13°. Figure 3a
shows the modeled variation of scattering cross section
per particle for the FSSP and is in exact agreement with
the findings of Shettle and Fenn (1979). The results
from the FSSP test case indicate that the model is ef-
fectively accounting for the optical arrangement of the
instrument and the variation of refractive index. Figure
3b shows the scattering cross section per particle for the
same size range and compositions for the MetOne scat-
ter cell.
FIG. 3. Scattering cross section per particle for different particle
compositions for (a) the PMI FSSP, laser wavelength 635 nm; and
(b) MetOne scatter cell, laser wavelength 780 nm. Complex re-
fractive indices for each particle type are shown in Table 1.
FIG. 2. A schematic illustration of the optical paths within the
MetOne scatter cell. The marked points denote f the focus of the
mirror, s the center of the sample volume, c the center of curva-
ture of the mirror, i the image of the particle, and p the photo-
diode.
TABLE 1. Refractive indices of aerosol components for light
sources of wavelengths 633 and 780 nm (Shettle and Fenn 1979;
and Duke Scientific).
780 nm 633 nm
Water 1.329  3.29e7i 1.332  1.46e8i
Sea salt 1.48  3.e6i 1.49  2e8i
Soot 1.75  0.43i 1.75  0.43i
Dust 1.52  8e3i 1.53  8e3i
Water soluble 1.52  1.2e2i 1.53  6e3i
PSL (Duke Scientific) 1.59 1.59
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Consider the response of both the FSSP and MetOne
in the 1-m region. The variations in scattering re-
sponse are much more pronounced in the case of the
FSSP than for the MetOne. This results from differ-
ences in the instrument optics. The FSSP samples a
narrow cone of forward-scattered light within the
angles of 3° to 13°, whereas the MetOne collects side-
scattered light. Since the side lobes in the Mie scattering
patterns vary with particle size to a much lesser extent
than the forward lobe (Brooks 2002), the response
curves for the MetOne are nearly monotonic with par-
ticle size, apart from the results for soot. Periodicities in
the response curves for the FSSP for particles around 1
m give rise to a multivalued response in this region,
which remains a cause of concern for many scientists
using this instrument. A further noticeable point is the
markedly different response of each probe to soot par-
ticles compared with particles of other compositions, as
a consequence of the highly absorbing nature of soot
(and hence a larger imaginary component of its refrac-
tive index) at 633 and 780 nm. The effect on the FSSP
is to dampen out variations in the scattering compo-
nent, thereby smoothing its response curve. The MetOne
displays a reduced and flatter curve than for the other
compositions, especially for particle radii from 0.2 to
5 m, because of greater absorption of the incident
beam by soot than for the other particle compositions.
The Mie scattering model results suggest that the
MetOne scatter cell should be well suited for use in a
fully size-resolving aerosol spectrometer.
3. CLASP electronics
During the development of CLASP, the signal pro-
cessing electronics has progressed through three ver-
sions of the pulse height analyzer (PHA) and associated
electronics, each of which has been tested during field
deployments and has built upon the experience gained
with the earlier versions. The third and most versatile
variant is now in active use and is discussed in detail
below.
The current version of CLASP was designed for
long-term deployment in inaccessible locations and for
making eddy covariance measurements of aerosol
fluxes. The complete system is built on one printed
circuit board and includes a sample air pump, sample
flow-rate monitoring and control, a 1024-channel pulse
height analyzer, sample head monitoring and control,
sample cell mirror heating, temperature monitoring
and control, a full-duplex RS485 communications link,
and all necessary power supplies to allow the unit to
operate from an external 24-V supply. The board does
not store long-term data locally; acquired data is trans-
mitted via the serial interface to a separate logging
computer. The system is built around an Atmel Micro-
controller (Atmel MEGA32) which has internal static
memory, flash program memory, and many peripherals
such as a serial data controller used here for RS485
communications. The device also contains a section of
electrically erasable programmable read-only memory
(EEPROM) nonvolatile memory that is used for stor-
ing operational configuration parameters. A block dia-
gram of the system is shown in Fig. 4.
a. Pulse height analyzer (PHA)
The PHA uses a combination of two triggers to cause
a medium-fast 10-bit analog-to-digital convertor (ADC;
National Semiconductors ADC1016) to convert at the
peak of the pulse. The input pulse is compared to a
threshold, as set by the output of the 12-bit output of
the digital-to-analog convertor (DAC); if its amplitude
exceeds the threshold, the output of voltage compara-
tor 1 (CMP1) goes high, causing the data (D) input of
the first “D”-type flip-flop to be set to logic “1.” In
D-type flip-flop (FF), the Q output follows the D input
when the CLK signal is high, and latches this state when
the clock (CLK) is low. The pulse signal also goes to a
second comparator, via a 10-nF capacitor, loaded by a
1-k resistor. The combination of these two compo-
nents causes the first derivative of the pulse waveform
to be applied to the negative input of CMP2, the posi-
tive input being at ground potential. On the rising edge
of the pulse, the positive slope causes CMP2 to be held
with its output low, as the negative input is at a higher
potential than the positive input. At the peak of the
waveform, the slope makes the transition from positive
to negative, and hence the input to CMP2 rapidly goes
through zero to a negative potential. The output of
CMP2 goes high when the through-zero transition oc-
curs, causing the data on the D input of FF1 to be
transferred to its Q output. The rising edge of the Q
output of FF1 causes FF2 to change state, with Q going
low. This transition causes the ADC to start a conver-
sion, the first phase of which is for the internal track-
and-hold amplifier to go into “hold” mode. This occurs
within 1 s of the peak of the waveform. Approxi-
mately 2 s after the trigger, the ADC completes its
conversion and signals this state to the microcontroller.
Inside the microcontroller, this signal causes an inter-
rupt service routine to be invoked, which reads the 10-
bit result, processes the data then toggles the PHA re-
set line, causing both FF1 and FF2 to reset, readying the
PHA for a new event. The total cycle time for the PHA
is approximately 5 s. The 1-M–1-k resistor combi-
nation on the positive inputs of the comparators pro-
vides a 5-mV hysteresis for stability. With this PHA
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cycle time the electronics are capable of dealing with a
maximum of 200 000 cps. The sample flow rate is 50 mL
s1, resulting in a maximum measurable concentration
of 4000 mL1, about 80% of the concentration at which
coincidence errors become ubiquitous; the maximum
particle concentration that can be measured is thus de-
termined primarily by the signal processing electronics
rather than the optical sample volume. The velocity of
the sample stream as it passes through the sample vol-
ume is approximately 11.1 m s1 and the maximum
transit time through the laser path approximately 9 s.
Total particle concentrations should be increased
slightly to allow for the dead time of the instrument
following detection of a particle; the fractional under-
count increases linearly with the particle concentration
0.25% at 10 mL1, 2.5% at 100 mL1.
The arrangement of comparators and flip-flops used
here has proved to be greatly immune to false triggers:
noise on the “zero crossing” comparator has no effect
unless the signal pulse is greater than the threshold
setting (in which case it is likely to be a real event);
noise on the threshold comparator is only relevant if
synchronous with a noise event on the zero crossing
comparator. The arrangement has one further benefit:
the signal from the sensing head has, when the aerosol
concentration is high, frequent “multipeaked” pulses
caused by the pulse from one aerosol particle overlap-
ping with those from other particles. In these events,
the waveform does not drop back to the baseline before
the next peak. The arrangement above allows these
additional peaks to be analyzed, even though the signal
does not drop back below the threshold. Laboratory
tests using a calibrated pulse generator show that the
reported pulse height is within 5 mV of the true value.
b. Firmware
A 10-bit ADC was adopted because its resolution,
approximately 5 mV per bit, allows accurate setting of
the threshold for the pulse magnitude comparator, thus
permitting the system to be able to see particle events
only marginally above the noise floor. Storing data
from 1024 channels would, however, be profligate. In-
stead, the 10-bit information is used as a vector into a
1024-element array. The array is preset, on system ini-
tialization, so that each element contains the channel
number of the output histogram to which a particular
FIG. 4. Outline schematic of CLASP pulse height analyzer electronics.
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voltage is assigned. Table entries with the channel num-
ber 99 are for voltages outside the output histogram
space, either undersize or oversize, and are dealt with
separately. Table entries in the “normal” range are
used as new vectors to a temporary histogram space;
the referenced element in the histogram is incre-
mented. This lookup process is shown diagrammatically
in Fig. 5. The number of channels in the output histo-
gram can be set to any reasonable value depending on
the expected number concentration, required precision
and required output frequency. The current version of
the firmware constrains the number of channels to 16.
The histogram formation rate is also variable over a
wide range, but is set at 10 Hz in the current firmware.
The data acquisition cycle is initiated by the host
computer sending a “Go” command. The temporary
histogram space is cleared and the PHA enabled. Every
100 ms the temporary histogram is copied to a circular
buffer and the temporary space is cleared. The data can
be sent automatically to the host computer at fixed in-
tervals, or can be accumulated in the circular buffer
until a request is received from the host. The circular
buffer also contains an additional parameter with each
histogram. The content of this parameter cycles with
each sample through a list of “housekeeping” data such
as a count of undersize–oversize events, the sample
flow rate, pump current, laser voltage, and the tempera-
tures of mirror, pump, and enclosure.
To facilitate generation of the voltage-to-channel
lookup table, the unit can be configured so that the
10-bit ADC conversion result is sent directly to the host
computer in real time, bypassing the lookup routine.
This allows for a 1024-channel histogram to be built in
an external computer, synchronously with a histogram
from a “standard” spectrometer, such as the PMI Pas-
sive Cavity Aerosol Spectrometer Probe (PCASP).
With data from both instruments when sampling ambi-
ent aerosol or calibration particles, an accurate transfer
function of the 1024 input channels to 16 output chan-
nels can be created.
Initialization routines are included to automatically
fill the 1024-element lookup table from the histogram
channel boundaries, which are initially sent by the host
computer. Once loaded into the unit, these boundaries
can also be saved in the nonvolatile EEPROM for au-
tomatic retrieval when the system is powered up. Flow-
rate setting, PHA threshold, and other basic opera-
tional parameters are also stored in EEPROM. The
firmware also includes the necessary routines for main-
taining constant sample flow, maintaining the mirror of
the sample cell above ambient temperature, and moni-
toring for fault conditions such as excessive pump tem-
perature or sample cell laser failure.
The physical size of the CLASP unit has been kept as
small as possible in order to allow the entire system to
be housed in a compact enclosure. The physical foot-
print of the current CLASP model is 25 cm  8 cm 
6 cm with a weight of approximately 500 g. This com-
FIG. 5. Logic flow for the PHA lookup processor.
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pact size allows CLASP to be sited close to a sonic
anemometer in order to make direct eddy correlation
estimates of aerosol fluxes without introducing a signif-
icant source of flow distortion, and minimizing particle
losses within the inlet tube. The use of CLASP in the
field is discussed briefly in section 5.
4. Calibration
The aim of the calibration is to determine the map-
ping of the 1024 PHA output channels to physical par-
ticle size, and to verify the counting efficiency.
a. Lower threshold determination
The minimum signal threshold represents the ther-
mal noise level of the electronics, including the PIN
photodiode, and is the minimum meaningful value for
the lower boundary of the first of the 16 user-definable
channel boundaries. It is determined by placing an ab-
solute High Efficiency Particulate Air (HEPA) filter on
the inlet and increasing the lowest channel boundary
until no counts are recorded. For the CLASP unit used
here as an example this lower threshold was found to be
PHA channel 13 (65 mV).
b. Calibration with particle standards
The calibration was carried out with particle stan-
dards supplied and assayed by Duke Scientific Corpo-
ration. They comprised water suspension of polysty-
rene latex (PSL) particles for diameters below 0.7 m,
and dry borosilicate glass spheres for large particles; the
sizes, tolerances, and compositions of particles used are
given in Table 2. The PSL solutions were diluted 10:1
with 20 M water before atomization. An absolute air
source was used to ensure no contamination of the cali-
bration aerosol occurred. Drying of the aerosol stream
was achieved by mixing with heated, dry absolute air.
The calibration particles were sampled by a PCASP as
well as CLASP to verify that they fell into the expected
PCASP channels. The borosilicate spheres were intro-
duced to both instruments by lofting particles from a
spatula within the airstream into the instrument inlets.
The peaks of the resulting distributions define the PHA
channel number corresponding to each particle size; the
width of the distribution provides a measure of the un-
certainty in the sizing. Tests with a particle standard of
diameter 19.9  1.4 m (not shown) failed to properly
resolve the peak, although some particles were de-
tected. This suggests that the detection limit lies just
under 19 m, at the lower end of the tolerance range
for this set of standard particles. The upper detection
threshold was determined by using 20-m calibration
particles and adjusting the lower limit of the upper size
bin until no particle counts were detected. The upper
threshold was found to be PHA channel 735 (3.675 V).
Figure 6 shows the calibration curve for one particu-
lar CLASP unit. It can be seen that it is necessary to fit
two separate curves over different size ranges. This is a
primarily a result of the nonlinear signal amplification;
transitions between Rayleigh, Mie, and geometric scat-
tering may also contribute to the nonlinearity. The
minimum particle diameter resolved is 0.24 m at the
lower noise threshold; the maximum is 18.5 m.
c. Intercomparison with PCASP
With the size calibration in place an intercomparison
was performed with a PMI PCASP in order to verify
the counting statistics. The PCASP has a size range of
TABLE 2. Size, tolerance, and composition of the Duke
Scientific standard particles used in the calibration of CLASP.
Diameter (m) Tolerance (m) Composition
15.5 1.1 Borosilicate glass
14.5 1 Borosilicate glass
8.2 0.8 Borosilicate glass
7.9 0.8 Borosilicate glass
5.1 0.5 Borosilicate glass
2.5 0.5 Borosilicate glass
2.1 0.5 Borosilicate glass
1.1 0.005 Borosilicate glass
0.794 0.004 Borosilicate glass
0.701 0.006 PSL water suspension
0.491 0.004 PSL water suspension
0.35 0.007 PSL water suspension
0.3 0.006 PSL water suspension
FIG. 6. Calibration curve obtained using a mixture of Duke
Scientific PLS and glass calibration particles. Error bars represent
the stated tolerances of the particle standards and the width of the
PHA channel distributions. The fitted curve is restricted to the
PHA channels within the determined threshold limits.
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0.1 mD 10 m; CLASP channel boundaries were
set to constrain the upper and lower measurement lim-
its within the range 0.3 and 10 m, corresponding to the
PCASP channels 8–31. Sampling from laboratory air
for a period of approximately 1 h the total number
concentrations within the selected size range were
9.69  0.04 mL1 for the PCASP and 9.36 0.02 mL1
for CLASP. Figure 7 shows a full spectral comparison
between the two instruments. The degree of conformity
between both the spectral and total number measure-
ments indicates that CLASP is successfully sampling all
the particles in the sample stream and that the size
calibration is acceptable.
5. Research applications for CLASP
CLASP has undergone extensive field use in multiple
campaigns during its development. The initial proto-
type was used on a tethered balloon to obtain aerosol
profiles at a coastal site during the North Atlantic Ma-
rine Boundary Layer Experiment (NAMBLEX) field
campaign (Heard et al. 2006). A second version was
tested during the Waves Air–Sea interactions, Fluxes,
Aerosols and Bubbles (WASFAB) field campaign in
Duck, North Carolina, (de Leeuw et al. 2007). This
version provided only 8 size channels but achieved the
first size-resolved estimates of sea spray aerosol fluxes
via eddy correlation (Norris et al. 2008). Several indi-
vidual units of the current version of CLASP were de-
ployed during the Sea Spray, Gas Flux and Whitecaps
(SEASAW) project (Brooks et al. 2007)—a study of
sea spray aerosol and air–sea gas fluxes under high
wind conditions. Three CLASP units were mounted
within weatherproof enclosures (Fig. 8) alongside a
sonic anemometer, LI-COR LI-7500 open-path CO2–
H2O gas analyzer and a motion package on the fore-
mast of the RRS Discovery at 21 m above the surface
(Fig. 9) to make eddy correlation flux measurements
(Norris et al. 2007a). An example of the sea spray
source function derived from the flux measurements is
shown in Fig. 10 alongside other source functions from
the recent literature (see Norris et al. 2008 for refer-
FIG. 7. Intercomparison of CLASP () and PCASP () derived size spectra. The shaded area indi-
cates the uncertainty in the PCASP concentrations—a combination of the standard error in the mean
counts in each channel, and an estimated uncertainty in the channel width of 10%. The horizontal error
bars on the CLASP concentrations show the uncertainty in particle size. The high sample volume of
CLASP provides much better counting statistics than the PCASP, and the vertical error bars are almost
all smaller than the plotted symbol.
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ences). Two further units were mounted on a tethered
buoy to measure the particle spectra within 1 m of the
surface (Fig. 11) in order to assess particle production
associated with individual whitecaps (Norris et al.
2007b). A motion pack on the buoy allows the 10-Hz
aerosol data to be related to position on the waves.
More recently a CLASP unit has been deployed on the
ASIS buoy (Graber et al. 2000)—an autonomous spar
buoy for air–sea interaction studies. Such near-surface
measurements at sea would not be possible with tradi-
tional aerosol instrumentation, not least because they
carry a significant risk from waves inundating the in-
strument. CLASP units have been submerged on two
occasions during about a dozen deployments. On both
occasions the pumps have suffered complete failure.
The sample flow path through the instrument is sealed,
however, and no water escaped into the electronics en-
closure. After careful cleaning and drying of the scatter
cell, and replacement of the pump, the instruments
have continued to operate normally. This robust na-
ture, coupled with the relatively low cost compared to
most traditional aerosol instruments, makes such risky
deployments viable, enabling the collection of unique
near-ocean-surface measurements.
6. Summary
CLASP is a compact lightweight optical particle
counter with a fast sample rate and high sample volume
FIG. 9. The CLASP units mounted alongside a sonic anemom-
eter and a LICOR LI-7500 gas analyzer at the top of the foremast
of the RRS Discovery for the United Kingdom–Surface Ocean–
Lower Atmosphere Study (UK–SOLAS) SEASAW cruise.
FIG. 10. Example sea spray source functions for a wind speed of
10 m s1; all functions are normalized for aerosol equilibrium
sizes at a relative humidity of 80%.
FIG. 8. The current version of CLASP within its weatherproof enclosure (opened). Arrows
indicate flow into the scatter cell at top right and out of the instrument at top left. The flow
passes a mass flow sensor before being drawn through the pump. The enclosure is 25 cm long.
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flow allowing high temporal resolution (10 Hz) mea-
surements of particle size distributions to be obtained.
Particles are sized into 16 user-configurable size bins
spanning diameters in the range 0.24  D  18.5 m.
The current version of CLASP, housed in a weather-
proof enclosure measures approximately 25 8 6 cm
and weighs approximately 0.5 kg, allowing collocation
with a sonic anemometer for measurement of aerosol
fluxes by eddy covariance or deployment in locations
where use of traditional instrumentation would not be
feasible—such as on buoys. It is capable of operating
for periods of several weeks with no user intervention,
and has proved extremely robust, allowing deployment
in harsh environments where the risk of damage to the
instrument is a significant possibility. CLASP continues
to undergo development for use in a wide variety of
applications, including a more compact, lower-power
version for balloonborne measurements.
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